Evaluation of the Global AIM-SNP panel with Ion PGM TM
inter-laboratory database concordance > 99.8%
Introduction
Developing assays of ancestry informative markers (AIMs) is of particular interest in forensic genetics as they can provide investigative leads in cases where the source individual is not known. Studies using many hundreds of markers suggest worldwide populations can be placed in groups based on genetic similarity, closely corresponding to their continental distribution [1] [2] [3] [4] . However, this pattern can be highly dependent on the sampling scheme, as much worldwide genetic diversity takes the form of geographic clines [5] [6] [7] . For forensic ancestry analysis, differentiation of five population groups, comparing Africa, Europe, East Asia, Native America, and Oceania, is a practical objective using small-scale marker sets selected to have strongly contrasting allele frequencies [8] . Two objectives have been proposed for forensic ancestry inference and the estimation of co-ancestry proportions in admixed individuals: i. assembling small marker sets targeting the highest possible allele frequency divergence values during SNP selection [9, 10] ; and ii. balanced divergence amongst the target population groups to differentiate each with equal power as a way to reduce estimation bias of co-ancestry proportions in admixed individuals [8] .
Massively parallel sequencing (MPS) has the capacity to greatly enhance forensic DNA analysis by providing accurate sequence data for hundreds of loci resulting in a marked increase in the information gained from a single DNA test [11] [12] [13] [14] [15] . Initial assessments of MPS indicate that sequence data with sufficiently high coverage and 4 reliable genotypes can be produced for most loci. However, careful scrutiny of the sequence characteristics is required for each SNP chosen. Furthermore, the sequence data analysis systems of MPS platforms developed for forensic use are still not fully developed and their further optimization is necessary before any MPS multiplex can be introduced in the forensic field [11, 13, 16] .
The EUROFORGEN Global ancestry-informative single nucleotide polymorphism panel (herein Global AIM-SNPs) comprises 128 markers designed to distinguish the five continental groups outlined above [17] . The Global AIM-SNPs were compiled to provide the key characteristic of a balanced differentiation of each population group, i.e. the cumulative SNP variation has equal levels of population divergence amongst the five groups so that admixture proportions, detected as co-ancestry in the individual, are estimated with minimum bias. In the evaluation study reported here,
we have assessed a custom primer set for the Global AIM-SNPs developed for the Thermo Fisher Scientific (TFS) Ion Personal Genome Machine ® (PGM™) system [18] . The proportion of Global AIM-SNPs incorporated into the custom-made
AmpliSeq™ primer set gives a first indication of the assay conversion rate (i.e. the number of user-selected SNPs successfully incorporated) that can be expected for the Ion PGM™ system in forensic use. The assay conversion rate for MPS systems is important to assess with regard to the much larger PCR multiplexing levels possible with this technology. It is also necessary to gauge how easily novel SNP discoveries for such purposes as forensic phenotyping [19] or specialized ancestry analyses [20, 21] can be incorporated into single multiplexes for MPS analysis. Furthermore, there are initial indications that well optimized SNaPshot-based forensic SNP PCR multiplexes can be easily combined and ported directly to MPS with little or no modification [12] .
Once the Global AIM-SNPs PCR multiplex had been successfully prepared by TFS, evaluations were made between five EUROFORGEN laboratories (affiliations a-e).
Evaluations considered: i. component SNP performance in MPS; genotyping precision and concordance; ii. gauging the assay's forensic sensitivity by analyzing simple dilution series and degraded DNA plus detection of mixed DNA; and iii. the ancestry differentiation power of those Global AIM-SNPs successfully incorporated into the assay and giving reliable sequencing data. Assessments of the assay's 5 forensic performance followed a previously established framework used to evaluate the HID-Ion AmpliSeq™ Identity Panel [13] . This simple framework consisted of genotyping DNA dilutions, degraded DNA, artificial mixtures and universal control DNAs having publicly-available genotypes for the same SNPs generated from alternative MPS SNP genotyping techniques.
In common with the principal findings of the previous evaluation of the HID-Ion AmpliSeq™ Identity Panel [13] , our results indicate the biggest obstacle to successful MPS genotyping of forensic SNPs is the problem of misalignment of detected sequences due to closely sited homopolymeric tracts or Indels with consequent allele miscalling. Therefore, in addition to selecting SNPs with optimum properties for a particular forensic test, in this case ancestry analyses [17] , very careful scrutiny of flanking sequence characteristics is required to avoid impairing the test's genotyping precision using MPS technology.
Material and methods
The term run is used for a combination of multiple samples on a single Ion PGM™ sequencing chip. The term analysis refers to the sequencing results of a specific sample from one run. Within the Ion PGM™ analysis software the term allele frequency is used to describe the sequencing read counts for each allele per marker as previously described [13] , but is easily mistaken for the population genetics term, therefore we opted to use allele read frequency (ARF) in the following experimental descriptions. In the following description of population analyses the metric Divergence is capitalized to distinguish it from the phenomenon of population divergence.
DNA samples and population data
For genotyping concordance studies, seven Coriell control DNAs were selected with an origin from one of the five population groups differentiated by the Global AIM- [22] ) and Complete Genomics (using an in-house DNA nanoarray method [23] ). For reference purposes the standard forensic control DNA 9947A, available to most forensic laboratories, acted as a universal control.
Genotypes of component Global AIM-SNPs were obtained from three sources: i.
1000 Genomes Phase III data [24] ; ii. the Stanford University HGDP-CEPH analyses [3] , accessed with SPSmart [25] ; and iii. genotypes generated in this study for inhouse population samples of interest. All population descriptions are detailed in Table   1 .
We opted to use single reference populations from 1000 Genomes without high levels of admixture and with low intra-population variability [26] , consisting of AFR (ESN), EUR (GBR) and EAS (JPT) groups plus sets of two CEPH OCE populations and five CEPH AMR populations (Table 1 , population no. 1-6). The 1000 Genomes GIH population was chosen as the reference data for analysis of South Asia region test/study populations. ESN, GBR, JPT and GIH populations gave the lowest within population average pairwise genotype differences (Fig. 4A , orange cells) from population analyses described in section 3.6. This strategy also compensated for the large contrasts in sample size of 1000 Genomes data for the first three groups alongside the much smaller sample sizes of Oceanian and Native American populations, which can interfere with STRUCTURE analyses [26] .
Other unadmixed populations from 1000 Genomes were used as test sets ( 
Criteria for marker or sample data exclusion and manual correction of genotypes
During the concordance analysis of the control DNA sample set and the preliminary check of population sample genotypes problems were observed for four Global AIMSNPs and some population samples, e.g. population specific variants, that appeared to cause a high number of no-call (NN) genotypes or alignment difficulties due to closely sited homopolymeric tracts. A thorough analysis of corresponding raw sequencing output (BAM files in IGV [33, 34] ), in combination with appropriate vcf files resulted in measures introduced for manual correction of genotypes for SNPs rs595961, rs6875659 and rs12402499, but the exclusion of rs2080161. More details on manual correction and exclusion of these four SNPs are provided in section 3.2.4,
Supplementary Table S1 and Supplementary File S3.
Genotypes of population samples were reviewed prior to analysis of data to prevent bias from the collection of data from underperforming SNPs or samples.
Underperforming SNPs were defined as having a higher than average no-call rate due to low quality values or low sequence coverage (i.e. more than the average 1.2 no-call genotypes per SNP per 551 samples, 0.21%). Some no-call genotypes were occasionally observed in good quality samples, but higher numbers of no-call genotypes tended to indicate problems with sample DNA quality. Therefore, population samples with less than 95% complete genotypes (122/128) were excluded from any further analysis (data not shown); a higher stringency than the 90% complete genotypes threshold used in a similar study [35] . In the majority of these underperforming samples a high number of no-call genotypes also involved low average sequence coverage per sample. Consequently, vcf files of population samples with an average coverage per sample below 200x, but less than 5% no-call genotypes were scrutinized to ensure the genotypes available for population analysis were reliable. Furthermore, any genotype calls with sequence coverage less than 30x were either confirmed or rejected by review of the sample's vcf data. Sequence coverage thresholds comprised a minimum coverage (total reads) of 20x for heterozygotes and 10x for homozygotes with a minimum coverage per allele and strand direction (number of forward or reverse reads per allele) of 10x or 5x, respectively. If coverage was less or reads per allele were not within allelic balance (40-60% for heterozygotes, 90% for homozygotes) or strand bias thresholds (25-75%), as previously established [13] , then genotypes were manually corrected to no-calls. For example, a homozygote call with 15x coverage comprising 3x forward strand coverage and 12x reverse strand coverage was manually corrected to a no-call, whereas a homozygote call with 15x coverage split into 7x forward coverage and 8x reverse coverage was maintained. Population analyses with STRUCTURE v. 2.3.4 [37] were performed following previous guidelines [38] . One to nine populations (K=1 to K=9) were assumed and five replicate analyses were executed for each K value. The analyses were performed considering the admixture ancestry model with correlated allele frequencies. Each analysis run consisted of 100,000 burnin steps followed by 100,000 MCMC steps to achieve accurate estimation of posterior probabilities. The optimum K value was estimated by computing results with Structure Harvester [39] and following previous guidelines [40] . STRUCTURE ancestry membership
Population analyses
proportions were plotted using a combination of CLUMPP v. 1.1.2 [41] and distruct v. 1.1 [42] . PCA analyses were performed using R software v.3.1.2 [32] and executing a homemade script (available on request).
Population allele frequencies, average number of pairwise genotype differences within or between populations, FST calculations and exact tests of Hardy-Weinberg equilibrium (HWE) were performed using Arlequin v. 3.5 [43] .
Results and discussion

Ion PGM™ custom assay design and conversion rate
To the best of our knowledge, the EUROFORGEN Global rs5757362, rs2282107 and rs7246968 presented insurmountable problems for primer design. All were positioned in repeat regions that would create non-specific primer binding and significant amounts of off-target sequence reads. Additionally, rs2282107
and rs7246968 were too close to long homopolymeric tracts preventing efficient sequencing. Two of three substitute SNPs: rs2837352 (for rs5757362) and rs16946159 (for rs2282107) had similar population differentiation properties but were sited in different regions, so were successfully incorporated. The remaining substitute SNP of rs7250345 (for rs7246968) was in the same region so had near-identical allele frequencies. However, the closely sited repetitive sequences comprised very long SINE elements so this whole region was abandoned and substitute rs11048128 was successfully incorporated instead. 
Inter-lab concordance
Inter-lab concordance of called genotypes was 99.81% (4707/4716), with a no-call rate of 0.42% (20/4736). Discordances were observed in SNPs rs6875659, rs2080161, rs9934011 and rs9908046 in three different samples, as described in Table 2 , producing a discordance rate of 0.19% (9/4716).
Concordance between Ion PGM™ genotypes and online databases
Genotypes of all 128 Global AIM-SNPs are listed by 1000 Genomes, but for only were concordant. The same SNP causing the discordances with 1000 Genomes data resulted in 0.14% discordance rate with Complete Genomics data (see Table 2 ).
Concordance between full and half volume protocols
The comparison of full and half volume library preparation protocol to analyze the control DNA sample set gave a high concordance rate of 99.95% (1/2038 discordant genotype in rs2080161) and a no-call rate of 0.49% (10/2048).
In addition, genotypes between protocols were compared in 82 samples from seven populations. Of these, 41 had genotype differences (no-calls and discordant genotypes) comparing full and half volume protocols. Thirty-two analyses (76.19%) had up to three differences in SNPs rs595961 and rs2080161 (see section 3.5.2) or in SNPs with high no-call rates (>4 no-calls in 551 genotypes): rs4979274, rs499827, rs310644 and rs1366220 (see section 3.5.3). Among these six SNPs, only rs595961 produced discordant genotypes (11), with others giving no-call genotypes in one of the analyses. Overall, of 31 no-call genotype differences observed, 14 (45%) were in full volume protocols. In another 7 samples, more than five genotype differences were observed, mainly no-calls and from low sequence coverage in the half volume protocol. One African sample produced a discordant genotype in rs2814778 using the half volume protocol, showing 11% of T bases in forward reads in contrast to 100% C bases on both strands in the full volume protocol. Visual scrutiny of sequence output (BAM file data) suggested an emulsion PCR incorporation error or misalignment. In summary, the full volume protocol gave more useable SNP data in 14 samples, while the half volume protocol was better in 11 (44%). Therefore, typing of samples with 14 the half volume protocol is a feasible strategy that reduces sequencing costs with very minor or no loss of data quality.
Manual correction of genotypes
Concordance analyses indicated genotyping problems for four SNPs. These problems were further investigated to find appropriate measures for manual correction of genotypes or exclusion of a component SNP, if reliable genotype calls for that marker could not be guaranteed. Genotype calls for rs2080161 , rs595961 and rs6875659
were affected by homopolymeric tracts close to the target SNP position (Supplementary Table S1 Table 2 ). 
Sensitivity of Global AIM-SNPs assay and analysis of degraded DNA
Full concordance was observed in the NA07000 Coriell control sample dilutions in the DNA input ranges 10 ng to 100 pg using both 21 and 25 PCR cycles. SNP rs715605 was the only exception, with no-calls recorded from 100 pg input or less due to low coverage. SNP rs187153 gave no-call genotypes with 50 pg input or less.
As expected, no-call genotypes, allele drop-ins and allele drop-outs, as well as locus drop-outs all rose in frequency with decreasing DNA inputs, but only below 100 pg (Table 3) . It is interesting to note that samples amplified with an additional 5 PCR cycles after library preparation (+5) did not show increased sensitivity but actually had higher numbers of incomplete or missing genotypes. However, the one sample typed with 10 pg input DNA still produced 48% (62/128) concordant SNP genotypes.
DNA sample Bone 1 gave no genotypes for the analyzed markers. Bone 2 (input DNA=726 pg) produced four no-calls but gave average sequence coverage of 430x.
This number of no-call genotypes is higher than the no-call rates seen in the dilution series samples with a similar input amount. there is a decrease in heterozygosity moving towards the most asymmetrical ratios due to non-detection (drop-out) of the minor allele (Fig. 1B) .
The asymmetric distribution of no-call genotypes and minor allele drop-outs in different mixture ratios (1:9 vs 9:1 and 1:3 vs 3:1) suggests a slightly higher concentration of the first European NA07000 mixture component (SS1). Detailed concordance analysis of allele drop-outs between replicates indicate drop-out was not due to a PCR loss of an allele, but because the minor allele did not reach the 0.1 threshold of the minimum_allele_frequency parameter. Therefore, data was reanalyzed with minimum_allele_frequency adjusted to 0.02, as previously tested [13] .
Results in Fig. 1C show that Genotyper detects more minor alleles with these adjusted settings. In fact, 90% of the allele drop-outs occurring in all ratios with default parameter settings were detected applying the 0.02 threshold. It is also noticeable that no-call genotypes in mixture analysis were mainly due to a small number of underperforming SNPs, comprising: rs4979274, rs310644, rs11048128 and rs7151991 (see Supplementary Table S1, Given the expected and observed increase of heterozygosity levels in mixed DNA, it is important to explore the extent to which individuals with co-ancestry (from population admixture) can be differentiated from the SNP data of mixed-source DNA.
Individuals with co-ancestry will show an equal degree of raised heterozygosity. The observed levels of average heterozygosity in 1000 Genomes unadmixed Africans and Europeans compared to those of admixed population samples are shown in Supplementary Table S3 . This data shows individuals with co-ancestry have raised heterozygosity some 20-80% higher than individuals with single ancestry. However, because of the high correlation between input DNA and observed ARF values found in mixtures, it is relatively straightforward to distinguish them from mixed DNA samples: ARFs of admixed individuals will show patterns like those of single-source samples (see SS1 and SS2 in Fig. 3 ). In addition, information that a forensic sample is a mixture will be obtained primarily from STR typing routinely applied to all 18 casework. Proceeding analyses can then be made to de-convolute the SNP data to identify the ancestry of the contributors.
The six triallelic SNPs in the Global AIMs panel provide an additional way to identify mixtures. However, the detection of three alleles in triallelic SNPs offered by MPS is not accommodated in the automatic calling of Genotyper. Knowing that the lowest expected ARF of the minor allele in triallelic SNP genotypes will match those of biallelic SNPs (expected ARFs outlined in Supplementary Table S4 ), the observed ARF values in mixtures are likely to be similar. However, at more extreme mixture ratios, the expected ARF of the minor allele will be much lower, so care is required to avoid confusing such alleles with misincorporated nucleotides. In four of the six triallelic SNPs, a three-allele genotype was expected (rs2184030, rs4540055, rs433342 and rs17287498). We could reliably detect the minor allele in the mixture, for all ratios, by scrutiny of the accompanying ARFs. Even in the case of the 9:1 mixture, it was possible to detect the minor allele with an ARF of 3%; a reasonable match to the expected value of 5%.
Overall evaluation of component SNP performance
Identification of underperforming SNPs was based on the results of concordance, sensitivity and mixtures analyses of control DNAs plus the review of population sample genotypes, as well as evaluation of the key parameters: sequence coverage; allele read frequency; nucleotide misincorporation rates; and strand bias per allele.
SNPs were assigned to one of the following three categories; i. SNPs with discordant genotypes; ii. SNPs with no-call genotypes; and iii. SNPs with good performance and high genotyping reliability. More details on this SNP categorization applied to all 128
Global AIM-SNPs are summarized in Supplementary Table S1 .
Key sequence quality parameters
Evaluation of SNP performance based on the above four key MPS parameters was made from values averaged over all population samples.
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The most important parameter and a key limiting factor of MPS analyses is sequence coverage. Within the population sample sets a minimum value of 106x and a maximum of 1647x sequence coverage were obtained. This substantial variation in coverage across the Global AIM-SNPs is likely due to differing PCR amplification efficiencies within the 128-plex PCR and has been previously described for Ion PGM™ SNP panels of similar size [11, 13, 15] . Nevertheless, 95% of Global AIMSNPs (122/128) showed an average sequence coverage of more than 300x. A higher number of no-call or discordant genotypes (>1% no-call genotypes in 551 samples)
were observed for the remaining six SNPs along with a lower average coverage (see Supplementary Table S1 , row 6, 9-12 and 14, column P and T); matching results found in the genotyping concordance analyses (see section 3.2).
Another key factor in forensic SNP analysis is allelic balance, critical for reliable genotyping of heterozygotes as well as identifying mixed-source samples. The ARF parameter in MPS equates to signal ratios in heterozygotes detected by capillary electrophoresis. Apart from five markers, 123 Global AIM-SNPs gave ARF value ranges well within previously established thresholds [13] of >90% for homozygotes and 40-60% for heterozygotes. Four of those five SNPs showed mean ARFs only slightly higher than the threshold cutoff (61-65%). A marked deviation was observed for the single outlier SNP rs310644 (Supplementary Table S1 , row 11, column Q).
SNP rs310644 was also identified as a low coverage marker and had a high number of no-call genotypes in both concordance and mixture studies.
In addition to allelic balance, the nucleotide misincorporation rate, describing the percentage of non-allelic nucleotide calls from all sequence reads, is a key factor in the reliable genotyping of SNPs and identification of minor alleles in mixed DNA samples. The misincorporation rate was less than 1% for all but two SNPs: rs595961 with 2.9% misincorporation and rs2789823 with 1.8%. However, examination of context sequence data in both SNPs indicated the apparent nucleotide misincorporation was actually caused by a small proportion of misaligned reads due to homopolymeric tracts close to the target sites (Supplementary Table S1 , row 4 and 68, column S).
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Lastly, strand bias per allele, measuring the ratio of sequence reads of one allele for each strand direction, can significantly affect read quality and the resulting allele calls in one strand direction. In contrast to our initial findings, of the three SNPs showing reads of one direction affected by context sequence features, only rs6875659 had a mean strand bias value outside the 25-75% range considered necessary for reliable genotyping [13] .
SNPs with discordant genotypes and exclusion of component rs2080161
Four SNPs showed discordant genotypes in control DNA samples: rs9934011, rs9908046, rs6875659 and rs2080161. SNP rs595961 was discordant in several population samples. All discordances resulted from misalignments due to homopolymeric tracts in the context sequence. Such misalignments occurred only once for rs9934011 and rs9908046 (different control DNAs), likely a random effect. 
SNPs with no-call genotypes
Ten SNPs gave higher than average no-calls (see Supplementary Table S1 , row 9-18, column K, T and U) in control DNAs and population samples (>1 in 551 samples).
The majority of no-calls were due to low coverage (<5-30x) or low quality variant 21 calls in certain samples, which is in accordance with minimum sequence coverage thresholds established for reliable SNP genotyping in other MPS sequencing studies [13, [46] [47] [48] [49] .
Overall, extensive manual revision of raw sequencing output (BAM files) and
Genotyper output (vcf files) as well as previously established thresholds of key sequence quality parameters [13] ensured all genotypes used for population analysis were reliable. Nevertheless, some of the SNPs that required manual checks are best replaced by loci having less problematic context sequence in future revisions of the Global AIM SNP panel. In addition, a high priority will be placed on the improvement and development of software analysis tools for MPS data to address the problem of homopolymeric tracts, since this context sequence characteristic creates one of the major challenges for MPS Indel detection and genotyping [48] [49] [50] .
Population data and analyses
Summary allele frequencies for 127 Global AIM-SNPs estimated from 14 study populations are listed in Supplementary Table S5 . Fig. 4 shows the analysis of these 14 study populations plus 1000 Genomes test populations extended to the additional data released after the first Global AIM-SNPs publication [17] . The average number of pairwise genotype differences between-( Fig. S1B ). In the K=5 STRUCTURE plot of 
Concluding remarks
